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ELGENCO NOISE GENERATORS 


SOLID STATE NOISE GENERATORS 



FIXED RANGE NOISE GENERATOR CARDS 

AMPLITUDE PROBABILITY DISTRIBUTION: Symmetrical iron-clipped 
Gaussian waveform. 

OUTPUT LEVEL: (open circuit) 3 volts rms. 

AMPLITUDE CONTROL: Continuously variable. 

SIZE: 4 Vi" x 6%" x 1". 

POWER: -30 volts dc. 

SERIES 3602A, 3603A, and 3606A 

OUTPUT IMPEDANCE: 600 ohms ±10%. 

MAX. LOAD: 300 ohms. 

Some of the many frequency ranges available are listed below. 


Write for further information. 

MODEL 3602A 

-12124 20 Hz to 20 kHz ±ldb.$174 

-11124 10 Hz to 20 kHz ±ldb.$209 

-12154 20 Hz to 50 kHz ±ldb.$194 

-11154 10 Hz to 50 kHz ±ldb.$229 

MODEL 3603A 

-12115 20 Hz to 100 kHz ±ldb.$214 

-11115 10 Hz to 100 kHz ±ldb.$249 

-12125 20 Hz to 200 kHz ±ldb.$229 

-11125 10 Hz to 200 kHz ±ldb.$264 

-12155 20 Hz to 500 kHz ±ldb.$249 

-11155 10 Hz to 500 kHz ±ldb $284 

MODEL 3602A 

-22154 20 Hz to 50 kHz ±2db.$174 

-21154 10 Hz to 50 kHz ±2db $209 

-22115 20 Hz to 100 kHz ±2db.$179 

-21115 10 Hz to 100 kHz ±2db.$214 

-22125 20 Hz to 200 kHz ±2db.$199 

-21125 10 Hz to 200 kHz ±2db.$234 

-22155 20 Hz to 500 kHz ±2db.$214 

-21155 10 Hz to 500 kHz ±2db.$249 

-32155 20 Hz to 500 kHz ±3db.$174 

-31155 10 Hz to 500 kHz ±3db.$209 

MODEL 3606A 

-52124 20 Hz to 20 kHz ±V 2 db.$299 

-51124 10 Hz to 20 kHz ±V 2 db.$334 

-52154 20 Hz to 50 kHz ±V 2 db.$319 

-51154 10 Hz to 50 kHz ±V 2 db.$354 

-52115 20 Hz to 100 kHz ±V 2 db.$339 

-51115 10 Hz to 100 kHz ± 1 / 2 db.$374 

-52125 20 Hz to 200 kHz ± 1 / 2 db.$354 

-51125 10 Hz to 200 kHz ±%db.$389 

-52155 20 Hz to 500 kHz ±‘/ 2 db $374 

-51155 10 Hz to 500 kHz ±‘/ 2 db $409 


SERIES 3607A 

OUTPUT IMPEDANCE: 200 ohms ±10% 

MAX. LOAD: 700 ohms. 

Some of the many frequency ranges available are listed below. 
Write for further information. 


MODEL 3607A 

-15316 5 kHz to 1 mHz ±ldb $345 

-35316 5 kHz to 1 mHz ±3db $195 

-25356 5 kHz to 5 mHz ±2db $570 

-35356 5 kHz to 5 mHz ±3db $460 


SOLID STATE NOISE GENERATORS 



Model 602A-200 5 Hz to 5 mMz, 3 Ranges. . $395 

FREQ. RANGES: 5 Hz to 20 kHz, 5 Hz to 500 kHz, 5 Hz to 5 mHz. 
OUTPUT SPECTRUM: 20 Hz to 20 kHz - ±1 db, 20 Hz to 500 kHz 
- ±2.5 db, 500 kHz, to 5 mHz - ±5 db. 

OUTPUT LEVEL: (open circuit), 20 kHz range - 3 volts, 500 kHz 
range — 2.5 volts, 5 mHz range — 2 volts. 

OUTPUT IMPEDANCE: 200 ohms ±10%. 

MAXIMUM LOAD: (on direct output) 700 ohms. 

OUTPUT STEP ATTENUATOR: X1.0, X0.1, X.01, X.001, and X.0001; 

calibrated to work into open circuit. 

Accuracy: ±3% to 100 kHz, ±10% to 5 mHz. 

Output Impedance: 200 ohms ±1%. 

SPECTRAL DENSITY: Approximate spectral density (mv/yHz) for 
1 volt rms output. 20 kHz band — 5, 500 kHz band — 1.2, 5 mHz 
band — 0.4. 

AMPLITUDE PROBABILITY DISTRIBUTION: Symmetrical non-clipped 
Gaussian waveform all ranges. 

OUTPUT METER: 0-5 volts rms. 

Model 602A-1390 5 Hz to 5 mHz, 3 Ranges. $330 

FREQ. RANGES: 5 Hz to 20 kHz, 5 Hz to 500 kHz, 5 Hz to 5 mHz. 
OUTPUT SPECTRUM: 20 Hz to 20 kHz - ±1 db, 20 Hz to 500 kHz 
- ±3 db, 500 kHz, to 5 mHz - ±8 db. 

OUTPUT LEVEL: (open circuit), 20 kHz range — 3 volts, 500 kHz 
range — 2 volts, 5 mHz range — 1 volt. 

OUTPUT IMPEDANCE: 900 ohms ± 10%. 

MAXIMUM LOAD: (on direct output) no limit. 

OUTPUT STEP ATTENUATOR: X1.0, X0.1, X.01, X.001, and X.0001; 

calibrated to work into open circuit. 

Accuracy: ±3% to 100 kHz, ±10% to 5 mHz. 

Output Impedance: 200 ohms ±5%. 

SPECTRAL DENSITY: Approximate spectral density (mv/yHz) for 
1 volt rms output. 20 kHz band — 5, 500 kHz band — 1.2, 5 mHz 
band — 0.6. 

AMPLITUDE PROBABILITY DISTRIBUTION: Symmetrical non-clipped 
Gaussian waveform all ranges. 

OUTPUT METER: 0-5 volts rms. 

Model 603A 5 Hz to 5 mHz, 3 Ranges .$545 

FREQ. RANGES: 5 Hz to 20 kHz, 5 Hz to 500 kHz, 5 Hz to 5 mHz. 
OUTPUT SPECTRUM: 10 Hz to 500 kHz - ±1 db, 500 KHz to 5 

mHz-±3 db. 

OUTPUT LEVEL: (open circuit) 3 volts rms all ranges. 

OUTPUT IMPEDANCE: 200 ohms ± 10%. 

MAX. LOAD: (on direct output) 700 ohms. 

OUTPUT STEP ATTENUATOR: X1.0, X0.1, X.01, X.001, and X.0001; 
calibrated to work into open circuit. 

Accuracy: ±3% to 500 kHz, ±5% to 5 mHz. 

Output Impedance: 200 ohms ± 1%. 

SPECTRAL DENSITY: Approximate spectral density (mv//Hz) for 1 
volt rms output. 20 kHz band—5, 500 kHz band—1.2, 5 mHz 
band — 0.4. 

AMPLITUDE PROBABILITY DISTRIBUTION: Symmetrical non clipped 
Gaussian waveform all ranges. 

OUTPUT METER: 0-5 volts rms. 


MODEL 3609A Power Supply Card $67 

(supplies power for up to 2 noise generator cards) 

SIZE: W' x 6 W'. 

INPUT: 115/230 volts ±10/20 volts, 50 to 1000 Hz. 


SOLID STATE NOISE GENERATORS 



Model 610A 5 Hz to 5 mHz, 8 Ranges .$1,275 

FREQ. RANGES: 5 Hz to 2 kHz, 5 Hz to 5 kHz, 5 Hz to 20 kHz, 5 
Hz to 50 kHz, 5 Hz to 200 kHz, 5 Hz to 500 kHz, 5 Hz to 2 mHz, 
and 5 Hz to 5 mHz. 

OUTPUT SPECTRUM: Uniform ± 0.5 db from 10 Hz to 500 kHz 
and ± 2.0 db from 500 kHz to 5 mHz. 

OUTPUT LEVEL: 0 to 1 volt rms, adjustable by front panet ampll 
tude control. A dynamic range of 5 to 1 peak to rms value is 
provided. 

OUTPUT STEP ATTENUATOR: X1.0, X0.1, X.01, X.001, X.0001. Ac¬ 
curacy ± 0.1 db to 500 kHz; ± 0.25 db to 5 mHz. 


SPECTRAL DENSITY: Approx, for 1 volt rms output. 


Band 

m v/ / Hz 

Band 

mv/yHz 

2 kHz 

17.5 

200 kHz 

1.75 

5 kHz 

11.0 

500 kHz 

1.10 

20 kHz 

5.5 

2 mHz 

0.55 

50 kHz 

3.5 

5 mHz 

0.30 


AMPLITUDE PROBABILITY DISTRIBUTION: Symmetrical Gaussian all 
ranges. 

OUTPUT METER: 0 to 1 volt rms. Accuracy ±2% of full scale to 
2 mHz; ±5% to 5 mHz. 

MAXIMUM LOAD: 500 ohms on direct output. 

OUTPUT IMPEDANCE: 50 ohms direct output. 

POWER REQUIREMENTS: 115/230 volts ±10/20 volts, 50 to 1,000 
Hertz ac. 




Models 602A and 610A combined by 
dual unit adapter kit. 


OPTIONS & ACCESSORIES FOR 
MODELS 602A, 603A, 610A, & SERIES 624A 

Rechargeable battery option.add $135 

Full rack width cabinet and rack mounting hardware option add $35 

Adapter kit, dual unit and rack mounting hardware.$7 

Adapter kit, single unit rack mounting (includes blank panel 

to make dual unit).$56 

Rechargeable battery kit.$145 


r 
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ELGENCO NOISE GENERATORS 


SOLID STATE NOISE GENERATORS 



Series 624A Fixed Range Noise Generators 

OUTPUT LEVEL: (open circuit) 3 volts rms. 

OUTPUT IMPEDANCE: 200 ohms ±10%. 

MAX. LOAD: 700 ohms. 

OUTPUT STEP ATTENUATOR: X1.0, X0.1, X.01, X.001, and X.0001; 
calibrated to work into open circuit. 

Output lmp6danee:~2QG-oiwnfi ±1%. 

AMPLITUDE PROBABILITY DISTRIBUTION: Symmetrical non-clipped 
Gaussian waveform. 

OUTPUT METER: 0 5 volts rms. 

POWER: 115/230 volts ±10/20 volts, 50 to 1,000 Hertz ac. 
DIMENSIONS: 5V4" high x 8%" wide x 11" deep. 

Some of the many frequency ranges available are listed below. 
Write for further information. 


MODEL 624A 

12124 20 Hz to 20 kHz ±ldb.$305 

11124 10 Hz to 20 kHz ±ldb.$340 

12154 20 Hz to 50 kHz ±ldb.$325 

11154 10 Hz to 50 kHz ±ldb.$360 

12115 20 Hz to 100 kHz ±ldb.$345 

11115 10 Hz to 100 kHz ±ldb.$380 

12125 20 Hz to 200 kHz ±ldb.$395 

11125 10 Hz to 200 kHz ±ldb.$430 

12155 20 Hz to 500 kHz ±ldb.$415 

11155 10 Hz to 500 kHz ±ldb.$450 

22154 20 Hz to 50 kHz ±2db.$305 

21154 10 Hz to 50 kHz ±2db.$340 

22115 20 Hz to 100 kHz ±2db.$310 

21115 10 Hz to 100 kHz ±2db.$345 

22125 20 Hz to 200 kHz ±2db.$330 

21125 10 Hz to 200 kHz ±2db.$365 

22155 20 Hz to 500 kHz ±2db.$345 

21155 10 Hz to 500 kHz ±2db.$380 

32155 20 Hz to 500 kHz ±3db.$305 

31155 10 Hz to 500 kHz ±3db.$340 

52124 20 Hz to 20 kHz ±V 2 db.$430 

51124 10 Hz to 20 kHz ±V 2 db $465 

52154 20 Hz to 50 kHz ±V 2 db.$450 

51154 10 Hz to 50 kHz ±V 2 db $485 

52115 20 Hz to 100 kHz ±»/ 2 db.$470 

51115 10 Hz to 100 kHz ± J / 2 db.$505 

52125 20 Hz to 200 kHz ±»/ 2 db.$520 

51125 l&hz 10-200 kHz ±*rdb . . . .-r-r-. . .-$555 

52155 20 Hz to 500 kHz ±V 2 db $540 

51155 10 Hz to 500 kHz ± 1 / 2 db $575 



ENCAPSULATED NOISE SOURCE MODULES 

Series 1602A, 1603A, and 1606A $95 to $340 

Various frequency ranges and output flatness 
available. Size: l¥t" x \'h" x Write for details. 


SOLID STATE NOISE GENERATORS 


1 *3" J 


MODEL 632A Dual Output DC to 
400 Hz and 5 Hz to 40 kHz... 


$2,595 


LOW FREQUENCY OUTPUT 

AMPLITUDE PROBABILITY DISTRIBUTION: Gaussian ±1.0%. 
OUTPUT SPECTRUM: Uniform ±0.1 db from DC to 350 Hz. 
MAXIMUM OUTPUT: 1.0 volts rms. A dynamic range of 5 to 1 peak 
to rms value is provided. 

MAXIMUM SPECTRAL DENSITY: Approx. 1.5 x 10 3 volts 2 /Hz. 
OUTPUT MEAN: Less than 5 mv. 

OUTPUT IMPEDANCE: Approximately 1,000 ohms. 

HIGH FREQUENCY OUTPUT 

AMPLITUDE PROBABILITY DISTRIBUTION: Gaussian ±2%. 
OUTPUT SPECTRUM: Uniform ±0.5 db from 10 to 35,000 Hz. 
MAXIMUM OUTPUT: 1.0 volts rms. A dynamic range of 5 to 1 peak 
to rms values is provided. 

MAXIMUM SPECTRAL DENSITY: Approx. 2 x 10-* volts 2 /Hz. 

OUTPUT MEAN: Less than 1 mV. 

OUTPUT IMPEDANCE: Approximately 100 ohms. 


NOISE REGULATOR: rms output level continuously stabilized a 
a reference voltage. 

OVERLOAD INDICATOR: Panel overload indicator lights when input 
noise level to regulator is out of regulation range. 

POWER: 115/230 volts ±10/20 volts, 50 to 1,000 Hertz ac. 

DIMENSIONS: 5%" high x 17" wide x 11" deep. 19" wide with rack 
mounting flanges mounted (supplied). 

Model 631A 5 Hz to 40 kHz .$1,645 


VACUUM TUBE NOISE GENERATORS 



Model 301A DC to 40 Hz .$2,195 

AMPLITUDE PROBABILITY DISTRIBUTION: Gaussian ±1%. 

OUTPUT SPECTRUM: Uniform ±0.1 db from 0 to 35 Hz. 

MAX. OUTPUT: 12 volts rms into a 1 megohm input resistance. 
Dynamic range of 5 to 1 peak-to-rms is provided. 

MAX. SPECTRAL DENSITY: Approx. 2.5 volts 2 /Hz. 

D.C. UNBALANCE: Less than 50 mv. 

NOISE REGULATOR: rms output level continuously stabilized against 
a reference voltage. 

OVERLOAD INDICATOR: Panel overload indicator lights when input 
noise level to regulator is out of regulation range. 

POWER: 115/230 volts ±10/20 volts, 50 to 1,000 Hertz ac. 

MOUNTING: Standard relay rack panel 7" high x 19" wide. Can be 
supplied in deluxe cabinet as shown for $75 extra. 

Model 321A DC to 120 Hz .$2,295 

OUTPUT SPECTRUM: Uniform ±0.1 db from 0 to 105 Hz. 

MAX. SPECTRAL DENSITY: Approx. 1.0 voltsVHz. 

OTHER SPECIFICATIONS SAME AS MODEL 301A 


VACUUM TUBE NOISE GENERATORS 


Model 331A 5 Hz to 20 kHz .$1,395 

OUTPUT SPECTRUM: Uniform to plus or minus 0.5 db from 10 to 
20,000 Hz. 

OUTPUT LEVEL: 0 to 5 volts rms, adjustable by self contained at¬ 
tenuator. A dynamic range of 7 to 1 peak to rms value is provided. 

SPECTRAL DENSITY: Approx. 1 mv/VHz for 5 volt rms output. 

AMPLITUDE PROBABILITY DISTRIBUTION: Gaussian ±1%. 

NOISE REGULATOR: rms output level continuously stabilized against 
a zener reference voltage. 

OVERLOAD INDICATOR: Panel overload indicator lights when input 
noise level to regulator is out of regulation range. 

OUTPUT METER: 0 to 5 volts rms. 

MAX. LOAD: 10,000 ohms. 

POWER REQUIREMENTS: 115/230 volts ±10/20 volts, 50 to 1,000 
Hertz ac. 

MOUNTING: Standard relay rack panel 7" high x 19" wide and is 
15" deep. Can be supplied in deluxe cabinet as shown for $75 
extra. 

MODEL 331A-23 5 Hz to 2 kHz.$1495 

MODEL 331A-53 5 Hz to 5 kHz. $1495 

MODEL 331A-54 5 Hz to 50 kHz.$1495 

MODEL 331A-25 5 Hz to 200 kHz.$1595 

MODEL 331A-55 5 Hz to 500 kHz.$1745 



Model 311A Dual output DC to 
40 Hz and 5 Hz to 20 kHz .$2,595 

LOW FREQUENCY OUTPUT 

AMPLITUDE PROBABILITY DISTRIBUTION: Gaussian ±1%. 

OUTPUT SPECTRUM: Uniform ±0.1 db from 0 to 35 Hz. 

MAX. OUTPUT: 12 volts rms into a 1 megohm input resistance. 

Dynamic range of 5 to 1 peak-to-rms is provided. 

MAX. SPECTRAL DENSITY: Approx. 2.5 voltsVHz. 

D.C. UNBALANCE: Less than 50 mv. 

HIGH FREQUENCY OUTPUT 

AMPLITUDE PROBABILITY DISTRIBUTION: Gaussian ±2%. 

OUTPUT SPECTRUM: Uniform ±0.5 db from 10 to 20,000 Hz. 

MAX. OUTPUT: 15 volts rms. 

MAX. SPECTRAL DENSITY: 7.5 x 10 3 volts 2 /Hz. 

NOISE REGULATOR: rms output level continuously statritrretfagainst 
a reference voltage. 

OVERLOAD INDICATOR: Panel overload indicator lights when input 
noise level to regulator is out of regulation range. 

POWER: 115 v. ±10 v, 50/60 Hertz ac. 

MOUNTING: Standard relay rack panel 7" high x 19" wide. Deluxe 
cabinet as shown not available. 


Model 312A Dual output DC to 
120 Hz and 5 Hz to 20 kHz.. 


$2,695 


LOW FREQUENCY OUTPUT 

AMPLITUDE PROBABILITY DISTRIBUTION: Gaussian ±1%. 

OUTPUT SPECTRUM: Uniform ±0.1 db from 0 to 105 Hz. 

MAX. OUTPUT: 12 volts rms into a 1 megohm input resistance. 

Dynamic range of 5 to 1 peak-to-rms is provided. 

MAX. SPECTRAL DENSITY: Approx. 1.0 volts 2 /Hz. 

D.C. UNBALANCE: Less than 50 mv. 

HIGH FREQUENCY OUTPUT 

OTHER SPECIFICATIONS SAME AS MODEL 311A 


ELGENCO, INC> 1550 Euclid Street • Santa Monica, Calif. • (213) 451-1635 • TWX 910-343-6475 

































































ELGENCO INCORPORATED 


UNITED STATES SALES REPRESENTATIVES . 

EASTERN AREA 

RON DAVIES ASSOCIATES 

WASHINGTON, D.C. AREA - (301) 593-4900, 11215 Oak Leaf Dr., Suite 120, Silver Spring, Md. 20901 
EBERT ASSOCIATES 

PHILADELPHIA AREA - (609) 877-8250, 50 Messenger Lane, Willingboro, N J. 08046 
HARVEY J. KRASNER ASSOC. INC. 

NEW YORK CITY AREA - (516) 487-0690, 33 Great Neck Rd., Great Neck, N.Y. 11021 
INSTRUMENTS REPRESENTATIVES INC. 

BOSTON AREA — (617) 646—1034, 1046 Massachusetts Ave., Arlington, Mass. 02174 
HARTFORD AREA - (203) 633-0777, P.O. Box 165, Glastonbury, Conn. 06033 

SOUTHERN AREA 

ELECTRO SALES ENGINEERING 

ORLANDO AREA - (305) 365-3283, P.O. Box 668, Oviedo, Florida 32765 
MITCHELL SPEAIRS CO. 

DALLAS - (214) 823-3013 

FORT WORTH - (817) 923-4657, 4944 James Ave., 76115 

HOUSTON - (713) 923-7616 

SAN ANTONIO - (512) 341-1511 

NEW ORLEANS - Dial Operator WX3161 

CENTRAL AREA 

CHANDLER ASSOCIATES 

DETROIT AREA - (313) 476-5800 , 32401 West 8 Mile, Livonia, Mich. 48152 
CHICAGO AREA - (309) 944-2010, P.O. Box 229, Geneseo, Illinois 61254 

WESTERN AREA 

CHARLIE SCHMIDT SALES 

ALBUQUERQUE - (505) 298-2415, 9611 Acoma Road SE, New Mexico 87112 
V. T. RUPP CO. 

LOS ANGELES - (213) 387-8224, 307 Parkman Ave., 90026 
SAN DIEGO - (714) 298-9835 

SAN FRANCISCO AREA - (415) 948-1483, 1182 Los Altos Ave., Los Altos, Calif. 94022 
PHOENIX - (602) 266-4233, 5901 W. Highland Ave., Arizona 85033 

INTERNATIONAL DISTRIBUTORS. 

CANADA 

ALLAN CRAWFORD ASSOC., LTD. 

MONTREAL - (514) 739-6776, 6999 Cote des Neiges Rd. 

OTTAWA - (613) 725-1288, 376 Churchill Ave. 

TORONTO AREA - (416) 636-4910, 65 Martin Ross Ave., Downsview, Ontario 
VANCOUVER AREA - (604) 291-7161, 5901 E. Broadway, North Burnaby 2, B.C. 

BELGIUM 

ELECTRONIC INSTRUMENTS SPRL, 21, Avenue Paul Hymans, Bruxelles 15, Tel: (02) 70.55.00 

DENMARK 

INTELEC AS., Holbersgade 14, Copenhagen K, Tel: 15.28.80, Telex: 2987, Cable: INTELECOPEN 

FINLAND 

NORES AND CO., Fabianinkatu 32, Helsinki 10, Tel: 13360, Telex: 12729, Cable: NORECO 

FRANCE 

ANTARES, 9 Rue Ernest-Cognacq, 92 Levallois - Perret, Tel: 737-5482, Telex: 62630 RADIANT 
SASSOON SOPHER, INC., 630 Fifth Ave., New York, N.Y. 10020, Tel: (212) 246-0670 

INDIA 

ELECTRONIC ENTERPRISES, 46, Karani Bldg., New Charni Rd., Post Bag 3902, Bombay, 

Tel: 375376, Cable: TRONIX 

SWEDEN 

AMERIKANSKA TELEPRODUKTER AB, Nybohovsgrand 56, Stockholm SV, Box 43070 Stockholm 43, 

Tel: 18 29 30, Cable: TELEPRODUCTS STOCKHOLM 

UNITED KINGDOM 

CLAUDE LYONS LTD., Instruments Div., Valley Works, Hoddesdon, Herts, England, 

Tel: Hoddesdon 67161, Telex: 22724, Cables & Telegrams: 

MINMETKEM HODDESDON TELEX 


PRINTED IN U.S.A. 









